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USING RAPID DIAGNOSTIC TESTING KITS
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Rapid Diagnostic Testing Kits can look
different but they all work in a similar way.
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malaria
A place where the control Pan/Pf

line is read.
BHQYOYREO0I3EHP
_ A place that indicates the

_ presence of Malaria.
GoagPieepalpigaop0a
aocososer

—_—
_—

A well for the reagent
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These are the things you will need

CPI200DRIEPYPIG

cAyS valid RDT teestigg kit .
GO0 GePO
ﬂ:gg%&‘oa : o@:ogg jg)é:qp:n

b
osable glcgves
Unused sterile ets. o:mms%cﬁqp:u
=526|gjge00:6000: -
on&otaopdeagied
cﬁsa&qp:n




Open the test packet and take out the RDT, the
plastic tool for picking up the blood and the packet
of silica gel.
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Check the packet of silica gel to make sure
that the test is dry and unspoiled.
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As you are handling blood make sure you

put on gloves before starting the test.
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Either take the Alcohol and cotton wool or
the Alcohol wipe and clean the patient’s
finger tor make a sterlle surface.
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Clean around the tip of the finger.
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Write the patient’s name, the date and
the time you did the test on the test.
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Take the patient’s finger in your hand and
prick it with the lancet.
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When pricking the finger ....
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Put the blood in the well.
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Add the right number of drops into the large
well. These may vary with different tests.
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put the drops from the side, keep
the bottle as vertical as possible.
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Place the test on a flat surface and wait for the
prescribed time, this may vary with different
brnds of DT kit. B
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The reagent will push the blood along the

test device.
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Reading the test results.
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How to read the test results
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Results Interpretation

Neg
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One red line (pink -

purple) appears near and a red line in

the letter C and no the upper partof T
line near the letter T area

Control linein C

The test is positive if
2 or 3 lines appear in
the test window.

One of these has to
be the line

POSITIVE
PAN MALARIA

Control linein C
and one linein
the lower part of
T area

Control linein C
and two lines in
the T area.




How to read the test results

Results Interpretation
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Reading the test results.
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Any test that does not -

have a red line in the
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area is to be itk | oo |

treated as invalid and
the test repeated.




Reading the test results.
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Finally, get rid of all sharps used tests and
other rubbish safely. Things contaminated
with blood should be burned.
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